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INTRODUCTION 

'"'"'J\n1,~Y11 14, 2012, a review of the case narratives and corresponding certificates of from the EPA R3 
(Metals Report Posted Feb 15) was at the SERAS facility in accordance with the Follow-Up 
Verification/Completeness Check our teleconference on Wednesday 2/8/12. 

The assumptions for this review include l) Case narratives from the "'-".!!!.'u""' 
have been reviewed in accordance or Environmental Services Assessment Team 

and contain all and con:iplete 111l!orma11on to conduct the completeness check. SERAS 
mf<>rmancm provided not on an actual data and 

to the EPA R3 persoDnel 

Io accordance with Table 1 - Field and 
Ke!1uxrem~nts Summary (RevO I -

1 for ICP and R3QA-1 

:Soo:mmry (RevO 1 -
Unmndw.i!ter and Surface 

the following observations were 

e 1 Field and QC Sampling :su1nm.ary lists mercury as a metal of interest. No 
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mercury in this file. 
The requested RL on the Meth04:ts 

laboratory reported 1.0 
3. to 

are reported for 

10 µg/L. 
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4. There were several non-typical metals that were detected in some of the drinking water samples for which no 
MCLs are available: Strontium for samples HW43-P, HW43,HW45-F, HW45-PF, HW43-F, HW43-PF, 
HW31-P, HW30, HW30-P, HW31, HW3lz, HWlSa, HW30-PF, HW15a-F, HW31-F, HW31z-F, HW30-F, 
HW31-PF, HW47, HW5l, HW51-P, HW51-PF, HW51-F and HW47-F; uranium for samples HW43-P, 
HW43, HW45-F, HW45-PF, HW43-F, HW43-PF, HW15a-P, HW30, HW30-P, HW30-PF, HW30-F, 
HW15a-PF, HW51, HW51-P, HW51-PF and HWSI-F; boron for samples HW31-P, HW30, HW30-P, 
HW31, HW3lz, HW30-PF, HW31-F, HW31z-F, HW30-F, HW31-PF, HW47, HW47-P and HW47-F. 
It is assumed that all required instrument QC in the method was run and was within the criteria listed in the 
EPA R3 SOPs since this information is not available in the laboratory report. 
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